Determining the temperature of injection ports, GC ovens, and temperature ramps in GC/MS systems.
This note presents a procedure for determining the temperature of Hewlett-Packard GC/MS systems by assigning a voltage signal to the injection port and oven and monitoring the signal output. The signal counts are then coverted to temperature by a calculation.